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Abstract
Most of the biomedical signals are considered non-stationary since the human
behavior depends on time. The ECG signal is one of the most important signals in
cardiogram analysis. Although it provides a valuable basis for the clinical diagnosis and
treatment of several diseases, it can be easily affected by various interferences caused by
the power of magnetic field, patient respiratory motion or contraction. The overlapping
interference affects the quality of the ECG waveform, leading to a false detection and
recognition of wave groups. Therefore, the elimination of the interference of the ECG
signal and the subsequent wave group identification has been a hot research topic. Since
the ECG signal is not considered a stationary signal, neither the regular power spectrum
nor the bispectrum can handle this problem because they do not reflect the time variation
of the process characteristics. With the recent introduction of the evolutionary higherorder spectrum (EHOS) in digital signal processing, an approach for analyzing the ECG
signal is proposed. The work in this paper is focusing on the reduction of the noise
interferences of the ECG signal using the EHOS. This approach exploits the fact that the
EHOS contains information regarding both the phase and the magnitude of the signal.
Also, we will show that if the ECG signal is corrupted by stationary/non-stationary noise
with symmetric distribution, the noise can be eliminated using the properties of the
EHOS. Some simulation is declared to show the effectiveness of the proposed method.

1 Introduction
The heart, as the most important organ in the human body, is the power source of metabolism of
various organs and tissues. Therefore, the extraction of high-resolution ECG signals from recordings
contaminated with background noise is an important issue to investigate [1]. The electrocardiography
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(ECG) is a transthoracic interpretation of the electrical activity of the heart over time captured and
externally recorded by skin electrodes. The goal of ECG signal enhancement is to separate the valid
signal components from the undesired artifacts to present an ECG that facilitates easy and accurate
interpretation. When there is a certain way to stimulate certain intensity through the myocardial cells,
it will result in intracellular and extracellular ion flows, resulting in an action potential. ECG signals
completely record this change process [2], and ECG waveform reflects the physiological conditions of
various parts of the heart in medical diagnosis and is a very valuable reference for treatment [3]. The
amplitude of the ECG signal is in the range of 4mV to 10mV, so, it is very small and weak, and
therefore, very sensitive to the effects of various disturbances [4]. One of the main sources of
interference are: the loop factors, the 50 Hz frequency interference caused by the electromagnetic field,
the baseline wander caused by the patient’s limb movement, the breathing, electromyogram (EMG)
interference caused by skeletal muscle stimulation, and the contraction [5]. The power frequency
interference [6], the most common ECG signal interference, is caused by the magnetic field distributed
by the human body from the power supply, resulting in added 50Hz sinusoidal and harmonic
components in the pure ECG signals [7]-[8]. With the recent introduction of the EHOS in digital signal
processing [9]-[10], an approach to the analysis of a non-stationary signal problem, like an ECG signal,
will be discussed when the signal is corrupted by noise. We will show that if the ECG signal is corrupted
by a stationary/non-stationary noise with symmetric distribution; the noise can be eliminated using the
EHOS. In the following section, we will introduce a time-frequency technique called the EHOS [9][10].

2 The EHOS
Since a computerized ECG signal is considered a discrete-time non-stationary signal, a time-varying
spectral analysis is needed to deal with such a signal. A discrete-time non-stationary process, x(n), can
be represented as the output of a causal, linear, and time-varying (LTV) system, with impulse response
h(n,m) to a discrete-time stationary zero-mean, unit-variance white noise process [9]-[10], of the form


x(n) =  H x (n,  )e jn dZ ( )


(1)

and Hx(n,ω) can be estimated as follows:
N 1

Hˆ (n,  ) = wn (m) x(m)e  jm

(2)

m=0

where
M 1

wn (m) =  i* (n)  i (m)

(3)

i =0

and {βi(n)} is a set of orthonormal polynomials on n Є [0, N-1], M depends on the order of nonstationarity, and N is the number of samples. The EHOS is defined as follow. Let x(n) be a zero-mean
non-stationary process represented in equation (1). The third-order moment of x(n) is given by

R(n, m1 , m2 ) = E{x(n) x(n  m1 ) x(n  m2 )}
which, by using equation (1), becomes
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H x (n, 1 ) H x (n  m1 , 2 ) H x (n  m2 , 3 )

(5)

j ( m  m ) jn(1 2 3 )
e 2 1 3 2e
E{dZ (1 )dZ (2 )dZ (3 )}
where

S ( ,  )d d , 1  2  3 = 0
E{dZ (1 )dZ (2 )dZ (3 )} =  e 1 2 1 2
0,
1  2  3  0

i.e., it vanishes except along the plane ω1+ω2+ω3=0, then we have that
 
j ( m (  )m )
R(n, m1 , m2 ) =   H x (n, 1 ) H x (n  m1, 2 ) H x (n  m2 ,1  2 )Se (1, 2 )e 2 1 1 2 2 d1d2

(6)

(7)

 

and setting m1=m2=0, we get
R(n,0,0)

=



E{x(n) 3 } = 





 

S x (n, 1 , 2 ) d1d2

(8)

therefore, the EHOS of x(n) is defined as

S x (n, 1 ,  2 ) = H x (n, 1 ) H x (n,  2 ) H x (n,1   2 )S e (1 ,  2 )

(9)

Assuming that e(n) is a zero-mean non-Gaussian white noise with E{e(n)e(n+m)e(n+k)}=(m,k),
then Se(ω1,ω2)=1 and therefore equation (9) becomes

S x (n, 1 , 2 ) = H x (n, 1 ) H x (n, 2 ) H x (n,1  2 )

(10)

When the additive noise shown in Figure 2 is non-stationary, the traditional technique [11] will not
be able to remove the noise. However, it may simply reduce the effect of non-stationary noise with
symmetrically distributed like Gaussian, Laplace, uniform, and Bernoulli-Gaussian, and to remove
these types of noise, we use the EHOS [9] such as

S NoisyECG (n, 1 , 2 ) = S ECG (n, 1 , 2 ) S Noise (n, 1 , 2 )

(11)

Therefore, in the case when the noise is non-stationary symmetrically distributed, we have [10]

S NoisyECG (n, 1 , 2 ) = S ECG (n, 1 , 2 )

(12)

which means that the non-stationary noise with symmetrically distributed has no effect on the EHOS
of the signal, i.e., SNoise(n, ω 1,ω2) = 0.

3 The ECG Signal
One of the problems in biomedical data processing, like electrocardiography, is the separation of the
wanted signal from noises caused by the power line interference (PLI), the external electromagnetic
fields, the high-frequency interference, and the random body movements and respiration [12], [13]. In
normal ECG, the time between the successive R peaks, the R-R interval, is from 0.6s to 1.2 s. The time
from the onset of P wave and the onset of R wave is the P-R interval. Its duration is of 0.08s to 0.12s.
To remove signal components from unwanted frequency ranges, various types of digital filters are used
[14]-[18]. It is difficult to apply filters with fixed coefficients to reduce the random noises because of
the time-varying behavior of the human body. In some applications of biomedical signal processing,
various useful signals are superposed by various components. The ECG signal tracking and graphical
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analysis is depicted in Figure 1 [13] and [19]. The provided image in Figure 1 (a) demonstrates the
standard ECG recording paper with large boxes in heavy lines of 0.5 cm on the sides. On the horizontal
axis, each large box represents 0.2 seconds at a typical paper speed of 25 mm per second, which then is
divided into five smaller boxes that each represent 0.04 seconds. On the vertical axis, the large box
consists of five subdivisions, each of which is 1 mm in height. In standard calibration, each 10 mm
equals 1 mV. Figure 1 (c) shows a 12-lead electrocardiogram divided into the following four main
contiguous lead groups: inferior, lateral, septal, and anterior. Interference caused by them may have
technical sources, for example [20]:
Power line interference: This interference consists of 50 Hz harmonics mainly of a sinusoidal
signal with an amplitude of about 50% of the peak-to-peak ECG amplitude.
Muscle contraction noise: The baseline of electromyogram is usually in the microvolt range, which
makes it insignificant. Parameters are: Standard deviation is 10% of peak-to-peak ECG amplitude;
Duration is 50ms; Frequency is 10000 Hz.

(a) Standard ECG recording paper

(b) ECG intervals

(c) A 12-lead ECG group
Figure 1: Electrocardiogram signal tracking and graphical analysis
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Electrode contact noise: This noise is caused by loss of contact between the skin and electrode, which
affect the measurement of the signal. Thus, skin must be cleared and dry; also, hair -a poor conductor
of electrical signal- should not prevent the contact between the electrodes and the skin by either shaving
or the hair to be parted and firm contact is made [22]. The parameters are: Duration = 1s; Frequency =
50 HZ; Time constant is about 1s.
Patient movement: As ECG can also detect electrical activity of the skeletal muscle contraction,
moving or shivering, or involuntary movements (e.g. those of Parkinson’s disease) can mask the ECG
[22]. Patient movements are transient; therefore, the baseline changes with the variations in the
electrode skin impedance. Parameters are Duration between 100ms to 500ms; Amplitude is about 500%
peak-to-peak.
Electrosurgical noise: This noise destroys the ECG signal because of its large amplitude.
Parameters are: Amplitude is 200 % peak-to-peak; Frequency is 100 kHz to 1 MHz; Duration is 1 to
10s. The ECG signal is one of the bio-signals that is considered a non-stationary signal. An efficient
technique for processing and analyzing such a non-stationary signal is the time-frequency distribution.

4 Simulation
In this paper, some samples of a commonly used database are used. It is PhysioNet, which offers
free web access to large collections of recorded physiologic signals [21]. The first example is using a
normal ECG signal; however, the second example is using an abnormal ECG signal. All figures will be
normalized to one for easy comparisons. Figure 2 shows a diagram for a noisy ECG signal.

Figure 2: A noisy ECG signal

4.1 Example 1
Let us have the clear ECG signal of a normal ECG shown in Figure 3. In Figure 3, the P waves,
QRS complexes, T waves, and all segments as well as intervals are normal and visible. The heart rate
(HR) is 80 beats per minute (BPM) which is within the normal range and it is regular. A symmetrically
distributed non-stationary random white noise with SNR=0db is generated and added to the clear ECG
signal producing a noisy ECG signal shown in Figure 4. In Figure 3, we can clearly detect the waves,
segments, as well as intervals, while, in Figure 4, the noised one, only R-R interval can be detected;
however, other important clinical information are difficult to be appreciated; therefore, we aimed to
remove the noise to clarify the signal.
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Figure 4: The noisy ECG signal

The evolutionary spectrum (ES) [9] of the noisy ECG signal is shown in Figure 5, however, one
slice, at ω2=1, of the EHOS of the noisy ECG signal is shown in Figure 6. Comparing the two figures,
we observe that the noise has been reduced or eliminated in the EHOS.

Figure 5: The ES of the noisy ECG signal

Figure 6: The EHOS of the noisy ECG signal at w2=1

Using the EHOS to eliminate the noise, see equations (11) and (12), the estimated ECG signal is
reconstructed from the EHOS using the time-dependent Fourier coefficients (TDFC) {fn(u,l)}of the
EHOS estimated as follow [10]:

N 2   ^
fˆn (  , l ) = (
)
S (n, 1 ,  2 )e j1u e j2l d1d 2
2M  

(13)

where N is the length of the data sequence and M is the order of the EHOS, and to get the estimated
signal, equation (13) can be simplified to
N 1

fˆ (n,0,0) = (2 ) 2 [ wn (m) x(m)]3

(14)

m=0

The enhanced ECG signal is compared with the original ECG signal in Figure 7; the ECG signal
before filtering is displayed in blue color and ECG signal after filtering is shown in green color;
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however, the distortion resulting from the ECG processing, which is frequently measured by the
absolute error (AE), is shown in Figure 8. We observe from the figures that the noise has been reduced
or eliminated.
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Figure 7: The enhanced vs. original ECG signals
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Figure 8: The AE

4.1 Example 2
In this example, let us have the clear signal of an abnormal ECG shown in Figure 9. Although this
ECG signal has a normal and visible T waves with normally shaped QRS complexes, it is considered
as abnormal since there are no P waves with irregular QRS complexes. This can happen when individual
muscle fibers of the atria contract independently “fibrillating”; which is described as Atrial Fibrillation
[22]. A non-stationary random white-noise with SNR=0db is generated and added to the original
abnormal ECG signal producing the noisy ECG signal shown in Figure 10.

Figure 9: The original of an abnormal ECG signal

Figure 10: The abnormal noisy ECG signal

Similarly for the abnormal one shown in Figure 9, one can clearly detect the waves, segments, as well as intervals,
while in the noisy one, Figure 10, only R-R interval can be detected. Other important clinical information,
however, are difficult to be appreciated, which may mask the diagnosis of the abnormality (i.e. Atrial Fibrillation).
Therefore, we need to eliminate or minimize the noise to clarify the signal and get a better diagnosis.
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The evolutionary spectrum (ES) of the noisy ECG signal is shown in Figure 11, however, One slice,
at ω2=1, of the EHOS of the abnormal noisy ECG signal is shown in Figure 12. We observe from the
figures that the noise has been reduced or eliminated. We should mention here that the EHOS can be
applied for removing noise with symmetrical distribution only. That is because of the extensive
averaging operations in calculating the EHOS. Using the EHOS to remove the noise, the estimated
abnormal ECG signal is reconstructed from the EHOS using the TDFC.

Figure 11: The ES of the noisy ECG signal

Figure 12: The EHOS of the abnormal noisy ECG at ω2=1
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Figure 13: The enhanced vs. original abnormal ECG signals
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Figure 14: The AE of the abnormal ECG

The enhanced ECG signal is compared with the original ECG signal in Figure 13; the ECG signal
before filtering is displayed in blue color and ECG signal after filtering is shown in green color;
however, the distortion resulting from the ECG processing, which is frequently measured by the AE, is
shown in Figure 14.

5 Conclusions
In this paper, an algorithm for processing ECG signals was introduced based on the EHOS. This
approach exploits the fact that the EHOS contains information regarding both the phase and the
magnitude of the signal and can be used for processing non-stationary signals. In addition, we have
shown that if the ECG signal is corrupted by stationary/non-stationary noise with symmetric
distribution, the noise can be removed using the EHOS. To show the effectiveness of the proposed
method, some simulation was declared in two examples, one for normal ECG and another for abnormal
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ECG. The proposed approach may also be used for modeling ECG signals. The proposed algorithm can
also be used for filtering more complicated biomedical signals, like electroencephalogram (EEG)
signals.
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